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Section  1 
Introduction 


Many  strategic,  surveillance  ad  scientific  sensors  require  high  quality  multicolor  focal  plane 
arrays  that  provide  low  noise  performance  and  long  mission  life  in  presence  of  ionizing 
radiation.  Three  effects  are  of  particular  concern: 

•  Performance  degradation  due  to  total  ionizing  dose  accumulated  over  mission  life 

•  Performance  loss  due  to  accumulation  of  damage  from  heavy  particle  irradiation 

•  Radiation  noise  transients  generated  by  (3,  p  passing  through  the  detector. 

The  first  two  effects  are  addressed  generally  by  process  control  and  readout  circuit  design. 
Typical  hardness  levels  of  interest  are  lOOkrad  and  101 1  n/cm2.  The  last  effect  is  a  major  concern 
affecting  image  quality.  It  is  important  whenever  the  ionizing  radiation  flux  is  such  that  more 
than  10%  of  pixels  in  any  given  image  frame  experience  radiation  events.  Typically  flux  levels 
of  ~  106  |3/cm2/sec  orlO5  p/cm2/sec  are  high  enough  to  impact  sensor  performance  so  that  off- 
FPA  processing  is  inadequate  for  noise  mitigation. 

Various  approaches  to  minimizing  the  magnitude  of  the  radiation  noise  have  been  suggested. 
These  are  discussed  later  in  this  paper.  In-detector  based  approaches  are  based  on  modification 
of  detector  architecture  to  either  reduce  the  amplitude  of  the  ionizing  radiation  pulse  or  use  the 
detector  to  measure  the  pulse  for  immediate  subtraction  from  the  signal.  The  former  approach  as 
explored  by  us  in  previous  series  of  tests  consists  of  thinning  the  detector  active  volume  to 
reduce  the  pulse  amplitude.  The  approach  works  well  in  Schottky  devices  (reducing  the 
amplitude  of  noise  by  a  factor  of  30).  In  Si  detectors  we  demonstrated  8-fold  pulse  amplitude 
reduction  but  array  manufacture  suffers  from  nonuniformity  issues.  The  second  approach, 
referred  here  to  as  SRTS,  uses  an  inactive  detector  layer  to  sense  and  measure  the  signal  from 
radiation  events  and  then  subtract  this  from  the  optical  signal  in  the  active  layer  to  eliminate 
noise. 

The  development  of  a  commercial  3-color  visible  detector  based  on  Foveon  X3  technology 
presented  an  opportunity  to  model,  test,  and  validate  a  new  in-detector  radiation  mitigation 
approach,  Self-Referential  Transient  Suppression  (SRTS),  without  the  high  cost  of  developing  a 
new  detector.  This  paper  describes  the  transient  radiation  mitigation  technique  explored  and  the 
evaluation  of  the  SRTS  approach  using  the  Foveon  X3  Pro  device.  We  also  present  data  on  the 
total-dose  radiation  hardness  of  the  device. 

1.1  Foveon  X3. 

Foveon  Inc.  of  Sunnyvale,  California  developed  the  Foveon  X3  technology,  leading  to  the 
creation  of  a  visible  detector  with  a  new  method  of  color  separation.  Unlike  other  multicolor 
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sensors  which  achieve  3  color  sensitivity  by  providing  three  surface  pixels  per  output  pixel 
(mosaic  capture),  the  Foveon  pixel  operates  vertically  (see  Figure  1),  using  the  innate  difference 
in  penetration  depths  of  various  wavelengths  of  visible  light  in  silicon  to  separate  the  colors.  A 
characteristic  of  this  technology  is  the  separate  sensing  of  the  charge  built  up  in  the  layers  of  the 
pixel. 


Figure  1.  Foveon’s  X3  technology  provides  full  fill-factor  for  all  colors. 


1.2  Transient  Radiation  Noise  Suppression. 

Using  the  Foveon  device,  ATK-MR  investigated  the  transient  radiation-induced  noise 
suppression  technique  defined  herein  as  Self-Referential  Transient  Suppression  (SRTS).  SRTS 
uses  two  detectors,  both  sensitive  to  radiation-induced  transients,  but  only  one  being  optically 
active.  These  are  positioned  in  such  a  way  that  the  expected  radiation  response  to  a  given  event 
is  similar  (in  the  case  of  the  Foveon  X3,  the  detectors  are  stacked  vertically,  see  Figure  2.). 

If  both  detectors  sense  the  same  transient  radiation  event,  subtracting  the  signal  of  the  optically 
inactive  from  the  optically  active  detector  will  remove  the  radiation  response  and  hence  reduce 
the  imager  noise  (see  Figure  3). 
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Figure  2.  The  Foveon  device. 


Figure  3.  SRTS  mitigation  subtracts  radiation  noise  from  image  signal. 

SRTS  was  tested  using  the  X3  by  selecting  one  of  the  color  layers  as  a  radiation  detecting 
(mitigating)  layer.  This  layer  is  in  very  close  proximity  to  the  other  two  layers  but  with  little 
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light  input  it  thus  plays  the  role  of  the  optica  ly  inactive  detector.  The  output  from  that  color 
layer  is  used  to  mitigate  the  radiation  noise  i  t  the  other  layers.  The  results  of  these  tests  are 
described  in  Section  3. 

1.3  Radiation  Hardness. 

The  Foveon  X3  Pro  array  was  also  tested  for  radiation  hardness.  The  array  design  is  based  on 
photo-diode  detectors,  which  are  much  more  radiation  hard  than  CCDs.  The  associated  circuitry 
is  CMOS  based,  which  has  been  seen  to  be  more  readily  adapted  to  radiation  environments  than 
are  other  technologies.  The  array  is  a  low  noise,  high  dynamic  range  device.  All  of  these  factors 
made  the  Foveon  X3  Pro  an  attractive  sensor  for  testing  for  radiation  environments.  The  results 
of  our  total  dose  degradation  tests  follow  in  Section  2.3. 

A  true  rad-hard  multi-color  array  that  can  also  be  implemented  with  transient  radiation 
suppression  could  be  valuable  to  the  community  as  the  basis  for  a  hyperspectral  sensor.  Because 
of  the  high  fill-factor  achieved  by  the  Foveon  array,  the  sensitivity  and  resolution  achievable  are 
much  higher  than  for  comparable  3-color  arrays.  The  Foveon  design  also  lends  itself  to  more 
accurate  color  registration,  leading  to  better  angular  discrimination. 
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Section  2 
Test  Series 


The  test-series  involved  testing  each  of  the  layer’s  response  to  light,  (as  determined  by 
appropriately  chosen  band-pass  filters),  as  well  as  to  ionizing  radiation.  This  allowed  us  to 
determine  the  best  band  for  use  as  the  mitigating  layer,  and  gave  us  information  on  the  responses 
of  the  layers,  and  how  they  interact  with  each  other  (both  physically,  and  in  terms  of  any  built-in 
processing  circuitry).  Total  dose  testing  in  this  series  was  done  with  gammas.  Proton  and 
neutron  testing  should  be  performed  later,  as  it  seems  warranted  by  our  encouraging  results. 

The  testing  series  included  the  following: 

Measurement  of  optical  response 

The  following  optical  measurements  were  made  both  pre-radiation,  and  at  each  level  of 
irradiation  during  the  total  dose  tests. 

Dark  Noise  measurements  as  a  function  of  integration  time  were  made  to  determine: 

•  Dark  Current 

•  Dark  Current  Fixed  Pattern  Noise. 

Dark  Frame  (i.e.  no  light)  measurements  were  made  to  determine: 

•  Read  Fixed  Pattern  Noise 

•  Mean  Dark  Offset. 

For  the  pre-radiation  tests,  responsivity  curves  were  produced  for  each  detector  layer,  using 
band-pass  filters  to  select  the  stimulating  light  wavelength.  Stimulating  wavelength  was  varied 
by  50nm  increments  across  the  detector’s  sensitive  waveband  (from  405  to  660  nm).  This 
demonstrated  the  variation  in  band  response  as  a  function  of  wavelength. 

Bright  Field  Parameters  were  determined  from  the  responsivity  curve,  allowing  the  evaluation  of 
quantum  yield,  well  capacity,  linearity,  sensitivity,  signal-to-noise,  and  dynamic  range  for  the 
device. 

For  the  Total  Dose  tests,  a  single  wavelength  (550nm)  light  source  was  chosen  for  determining 
the  Bright  Field  Parameters.  550nm  light  was  chosen  as  it  simulated  all  three  detector  bands 
with  approximately  the  same  efficiency  (Figure  6).  Data  can  thus  be  acquired  for  all  layers 
simultaneously. 

Total  dose  testing 

Total  Ionizing  Dose  (TID)  testing  up  to  100  kRad(Si)  was  performed  to  determine  the  TID 
radiation  hardness  of  the  device.  Optical  response  characteristics  were  measured  at 
logarithmically  spaced  TID  values. 
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Measurement  of  transient  radiation  response 

•  Measurements  of  the  transient  radiation  response  of  each  layer  due  to  gamma-generated 
Compton  betas  were  made.  Event  rates  in  the  0  to  6  events/read  range  were  used. 

•  Low  event  rate  data  (<  0. 1  events/read)  were  taken  to  provide  statistics  of  the  pulse  height 
distribution  curves  for  the  individual  layers  as  well  as  for  the  device  as  a  whole. 

•  The  distribution  of  the  ratios  of  the  pulse  heights  generated  in  each  layer  of  the  pixel  relative 
to  the  others  was  derived  in  order  to  determine  the  best  way  to  correlate  the  radiation 
transient  signal  generated  in  the  individual  layers,  and  how  to  best  remove  the  resultant 
noise  pulse.  This  approach  also  measured  the  degree  of  “mis-fit”  between  the  layer 
responses,  which  we  anticipate  to  be  the  ultimate  limit  on  the  efficacy  of  this  mitigation 
method. 

2.1  Description  Of  Test  Series. 

The  only  physical  test-beds  required  were  for  optical  characterization  and  gamma  radiation 
testing.  Both  of  these  are  readily  available  at  ATK-MR’s  Longmire  Lab,  using  their  870  Ci  l  37Cs 
source  and  optical  equipment  which  includes  a  calibrated  Labsphere  visible  source  and  Spectra 
Physics  power  meters,  as  well  as  the  necessary  optics.  ATK-MR  maintains  a  suit  of  data 
analysis  tools  capable  of  handling  the  large  data-sets  necessary  for  the  described  analysis.  A 
picture  of  the  test-bed  is  shown  in  Figure  4. 


Figure  4.  Test  set-up. 
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A  summary  of  the  tests  performed  along  with  the  derivable  data  products  is  shown  in  Table  1 .  A 
discussion  of  the  test  series  follows. 

Table  1.  Summary  of  test  series. 


Test 

Test  type 

Justification 

Data  Product 

Light 

Radiation 

Dark  Current  as 
Function  of 
Integration  Time 

Optical- 

Dark 

Determine  Dark  Current 
characteristics 

Dark  Current  and  Dark  Current 

Fixed  Pattern  Noise  for  each 
layer 

None 

None 

Dark  Frame 

Optical- 

Dark 

Determine  temporal  and 

spatial  non-uniformity 

Read  Noise  and  Read  Fixed 

Pattern  Noise 

None 

None 

Responsivity 

Optical  - 
Bright 

Determine  response  as  a 
function  of  wavelength 

Responsivity  curves 

Across  detector 

response  in  50nm 
bandwidths 

None 

Bright  Field 
Measurements 

Optical  - 
Bright 

Provides  calibration  and 
characterization  of  various 

FPA  characteristics 

Quantum  yield,  full  well, 

linearity,  and  dynamic  range 

Dark  to  1.5x  full-well 

in  all  bands 

None 

Total  Dose 

TID 

Measure  radiation  hardness  of 

device. 

0-100Krads  with  associated 

Dark  and  Optical  Tests  listed 
above 

Each  band 

Logarithmic 

range  of  TID 

Radiation 
response  (dark) 

Radiation 

Determine  pulse  height 

distribution  in  each  band.  Will 
indicate  effective  active  region 
sizes. 

Mean  pulse  height 

Pulse  height  distribution 

None 

Several  EPR 

values  from  0.1- 
6/read 

Pulse  height 
Distribution 

Radiation 

Derive  pulse  height 
distributions 

Pulse  height  distribution 

None 

<0.1  events/read 

Correlated  PHD 

Mitigation 

Derive  statistics  of  ratios  of 

pulses  generated  in  layers 

Pulse  amplitude  ratio  statistics 

None 

<0.1  events/read 

Mitigated 

Radiation 

Response 

Mitigation 

Test  the  effects  of  the 

mitigation  method 

Mitigated  response 

None 

Several  EPR 

values  from  .1- 
1 5/read 

2.2  Measurement  Of  Optical  Response. 

We  will  now  look  at  each  of  the  optical  characteristics  of  interest.  These  values  were  measured 
pre-radiation. 


2.2.1  Dark  Current. 

Dark  signal  measurements  as  a  function  of  integration  time  were  made  to  determine  the  Dark 
Current.  Note  that  for  these  measurements  the  read  noise  is  removed  through  one-point 
subtraction  of  the  mean  dark  frame.  These  were  used  to  determine  the  Mean  Dark  Current 
(DCM).  The  results  are  shown  in  Figure  5. 
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Figure  5.  Slope  of  dark  signal  as  function  of  integration  time  provides  dark  current. 

Fitting  a  line  to  these  curves  gave  dark  currents  of  5234,  5904,  and  20367  electrons/pixel/second 
or  1 .0,  1.1,  and  3.9nA/cm2  for  the  red,  green  and  blue  layers,  respectively.  The  higher  value  for 
the  blue  layer  was  not  unexpected,  as  it  is  the  topmost  layer  and  unlike  the  underlying  layers  has 
the  contribution  of  surface-states  added  to  the  sources  of  dark-current. 

2.2.2  Dark  Frame  Measurements. 

Dark  Frame  measurements  were  made  to  determine  spatial  and  temporal  noise.  These 
measurements  were  taken  without  illumination  and  it  is  assumed  for  both  of  these  quantities  that 
measurements  are  taken  in  conditions  such  that  dark  current  noise  contributions  are  negligible. 
This  measurement  was  performed  with  the  built-in  one-point  subtraction  routine  (which  uses  a 
single  dark  frame  as  the  reference)  turned  off.  Instead  the  mean  of  the  dark-frame  set  was  used 
when  correcting  for  the  mean  response  of  the  device.  The  temporal  noise,  or  Read  Noise  is 
defined  as  the  standard  deviation  of  the  per-pixel  value  from  frame-to-frame  around  the  pixel 
mean.  The  pre-rad  read-noise  was  about  1 1 4  +/-  8  electrons  for  the  three  layers. 
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The  spatial  noise  or  Read  Fixed  Pattern  Noise  (RFPN)  is  defined  as  the  standard  deviation  of  the 
mean  per-pixel  response  versus  the  mean  pixel  response  across  the  frame.  This  is  ordinarily 
dominated  by  output  amplifier  threshold  voltage  variations.  The  pre-rad  RFPN  was 
approximately  650  electrons  for  the  red  and  green  layers  and  a  bit  higher,  790  electrons,  for  the 
blue  layer.  The  one-point  subtraction  compensates  for  this  effect  even,  as  will  be  seen,  when  the 
amplifiers  shift  due  to  radiation-induced  ionization. 

Mean  dark  amplifier  offset,  i.e.  the  mean  dark  voltage  value,  was  27,000,  33,000,  and  39,000 
electrons  for  the  red,  green,  and  blue  layers,  respectively. 

2.2.3  Responsivity  And  Bright  Field  Parameters. 

Responsivity  curves  were  produced  for  each  detector  layer,  using  50  nm  wideband-pass  filters  to 
select  the  stimulating  light  wavelength.  Stimulating  wavelength  was  varied  by  50nm  increments 
across  the  detector’s  sensitive  waveband  (from  405  to  660).  These  are  shown  in  Figure  6  below. 
The  low  power  scales  are  due  to  limitations  of  the  light  source  at  low  wavelengths.  It  can  be 
seen  that  for  the  shortest  wavelengths  the  blue  layer  response  dominates,  and  as  the  wavelength 
increases  the  green  and  then  red  layer  response  increases,  with  all  layers  responding 
approximately  equally  around  550  nm.  These  responsivity  curves  correlate  to  the  overall 
manufacturer-provided  frequency  sensitivity  curve  shown  in  Figure  7. 

From  these  curves  we  can  derive  a  number  of  interesting  characteristics.  Using  designed  the 
trans-impedance  of  the  detector,  we  see  that  a  full-well  of  between  (86-93)*  103  electrons  per 
layer,  with  a  linear  maximum  full-well  of  about  (60-65)*  103  electrons  (where  non-linearity  is 
chosen  as  that  point  at  which  the  actual  response  varies  from  the  linear  fit  by  more  than  5%). 

This  corresponds  to  a  dynamic  range  of  about  790  or  58dB.  Observing  that  the  maximum 
response  wavelengths  for  the  blue,  green,  and  red  layers  are  450,  550,  and  650  nm,  respectively, 
and  taking  into  account  the  %  second  integration  time,  we  see  maximum  quantum  efficiencies  for 
each  respective  layer  of  roughly  26%,  17%,  and  25%.  The  total  absorption  at  these  wavelengths 
for  all  three  layers  is  roughly  37%,  44%  and  46%,  in  good  agreement  with  manufacturer 
specifications. 
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Figure  6.  Pre-radiation  responsivity  curves. 
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Figure  7.  Typical  spectral  response  curve  (provided  by  Foveon). 


2.3  Total  Dose  Testing. 

Total  Ionizing  Dose  (TID)  testing  was  performed  to  determine  the  TID  rad-hardness  of  the 
device.  Optical  characteristics  were  taken  at  logarithmically  spaced  TIDs.  The  results  are 
presented  below.  The  testing  was  stopped  at  lOOKRads  as  a  reasonable  hardness  level  for  such 
devices  to  reduce  testing  time  even  though  the  device  was  still  operational. 

2.3.1  Dark  Current. 

Dark  current  was  calculated  as  is  displayed  in  Figure  8.  As  can  be  seen,  all  three  bands’  dark 
current  increased  monotonically  to  approximately  a  factor  of  3X  at  lOOKrads.  These  final  values 
are  not  prohibitively  high  for  many  applications.  Further,  these  tests  were  performed  at  room 
temperature.  Dark  current  decreases  dramatically  with  temperature  (a  rule  of  thumb  is  a  factor  of 
2  every  6  degrees  Kelvin,  or  an  order  of  magnitude  for  20  degrees  Kelvin)  so  even  moderate 
cooling  can  bring  the  dark  current  down  to  desired  levels. 
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Figure  8.  Dark  Current  increases  linearly  to  3X  at  lOOKRads. 


2.3.2  Dark  Frame  Measurements. 

2.3.2. 1  Read  Noise. 

The  read  noise,  as  shown  in  Figure  9,  was  relatively  unaffected  by  the  radiation  dose,  showing 
only  a  slight  increase.  This  increase  is  attributable  to  the  increase  in  dark  current.  As  can  be  seen 
in  Figure  10,  which  shows  the  blue  layer  read  noise  for  various  sets  of  rows,  the  apparent  read 
noise  seems  to  increase  with  row  number.  Because  the  rows  are  read  out  sequentially,  the  later 
rows  necessarily  accumulate  more  dark  current,  which  for  higher  dose  becomes  non-negligible 
compared  to  the  read  noise  (Note  that  the  lower  row  numbers  100-199  are  used  in  the  graph  of 
read  noise,  Figure  9,  to  reduce  this  effect). 
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Figure  9.  Read  noise  unaffected  by  radiation  dose  (rows  100-199  shown). 


Figure  10.  Read  noise  for  various  sets  of  rows  as  function  of  total  dose  (blue  layer)  show 
effect  of  increased  dark  current. 
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2.3.2.2  Read  Fixed  Pattern  Noise  (RFPN).  RFPN  increased  slightly  with  TID  (note  the 
limited  y-scale  in  Figure  11).  As  will  be  discussed  in  the  next  section,  the  dark  amplifier  offset, 
i.e.  the  dark  frame  uncorrected  pixel  value,  was  affected  by  the  TID,  and  as  RFPN  is  very 
dependent  on  variations  in  this  offset,  an  increase  in  this  term  is  not  unexpected.  This  variation 
was  easily  compensated  for  by  the  1 -point  correction. 


Figure  11.  Slight  increase  in  RFPN  with  Total  Dose. 


2.3.3  Responsivity  and  bright  field  parameters. 

Responsivity  curves  for  the  three  layers  are  shown  in  Figure  12  to  Figure  14.  Two  frames  were 
taken  at  each  illumination  level,  with  a  0.25  second  integration  time.  This  data  was  taken,  as 
before,  using  a  1  -point  dark  correction  frame  taken  at  each  TID  level.  Except  for  a  slight 
reduction  in  amplification  for  the  blue  layer  at  the  highest  TIDs,  the  responsivity  is  essentially 
unchanged  up  to  lOOKRads,  as  are  the  associated  bright  field  parameters.  Graphing  the  mean 
dark  pixel  offset  (i.e.  the  mean  pixel  value  of  the  1 -point  dark  correction  frame)  as  shown  in 
Figure  15,  we  see  that  there  is,  in  fact,  a  TID  effect  in  that  the  mean  dark  pixel  offset  increases 
approximately  linearly  with  dose.  With  this  corrected,  TID  effects  up  to  lOOKRads  can  be 
almost  completely  masked  for  this  technology,  making  this  a  promising  device  for  high  radiation 
environments. 
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Figure  13.  Green  respo  isivity  for  various  TID:  unchanged. 
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2.4  Measurement  Of  Transient  Radiation  Response. 

Measurements  of  the  radiation  response  of  each  layer  due  to  gammas  were  made  using  the  870Ci 
l37Cs  source  at  ATK-MR  Longmire  Laboratory.  Event  rates  in  the  0-10  events/read  range  were 
used.  Low  event  rate  data  (<  0.1  events/read)  were  taken  to  provide  statistics  of  the  pulse  height 
distribution  curves  for  the  individual  layers  as  well  as  for  the  device  as  a  whole. 

The  distribution  of  the  ratios  of  the  pulse  heights  generated  in  each  layer  of  the  pixel  relative  to 
the  others  was  derived  in  order  to  determine  the  best  way  to  correlate  the  signal  generated  in  the 
individual  layers,  and  how  to  best  remove  the  response.  This  also  measured  the  degree  of 
“mis-fit”  between  the  layer  responses,  which  will  be  the  ultimate  limit  on  the  efficacy  of  this 
mitigation  method. 

It  should  be  noted  that  the  data  acquired  lacked  the  lowest  order  bit.  This  was  due  to 
programmed-in  data  processing  that  the  manufacturer  was  unable  to  correct  before  testing  was 
performed.  This  reduction  in  quantization  accuracy  made  it  difficult  to  obtain  good  transient 
data  from  the  thinnest  layer  (blue)  which  has  the  lowest  radiation  response. 

2.4.1  Mean  Pulse  Height,  PH. 

The  mean  response  to  a  gamma  event,  the  so-called  pulse  height,  PH,  was  determined  by  taking 
advantage  of  the  finite  time  required  to  read  a  row  of  the  FPA.  Under  the  operation  of  the 
Foveon  device,  the  voltage  created  by  the  measured  charges  in  the  pixels  of  a  given  row  is 
copied  to  a  holding  row,  and  each  pixel  row  is  read  out.  This  forms,  in  effect,  a  snapshot  of  each 
row  at  the  time  the  copy  was  made.  As  the  device  continues  to  accumulate  charge  during  the 
read,  each  row  is  in  effect  exposed  to  a  different  event  rate,  characterized  by  D*rj/R;  where  D  is 
the  total  number  of  events  per  pixel  over  the  time  of  the  read,  fj  is  the  number  of  the  row  in 
question,  and  R  is  the  total  number  of  rows. 

Plots  of  the  response  vs.  this  event  rate  (where  the  rows  were  viewed  in  bins  of  100  for 
convenience)  for  the  red  and  green  layers  are  shown  in  Figure  16  and  Figure  17.  Values  under 
300  electrons  are  in  the  non-linear  region  of  the  device  and  the  fit  was  therefore  made  above  this 
value.  Photon  transfer  curves  were  produced  for  the  red  and  green  layers  to  obtain  a  good 
measurement  of  the  electrons/count  response  in  this  low  response  region,  giving  values  of  5.95 
and  8.27  for  the  green  and  red  amplifiers,  respectively.  Using  these  values,  a  fit  of  the  slope  in 
the  linear  region  of  the  graphs  then  provides  the  mean  pulse  height/event,  corresponding  to  629 
electrons  for  the  red  layer  and  159  for  the  green  layer.  These  were  in  very  good  agreement  with 
predictions  based  on  simple  parallelepipeds  which  predicted  values  of  575  electrons  for  the  red 
and  143  electrons  for  the  green  layers. 

The  mean  pulse  height  for  the  blue  layer  was  very  small,  as  expected,  and  was  in  the  noise  even 
for  the  largest  EPR.  Based  on  the  other  layers  and  our  calculations,  we  expect  the  mean  pulse 
height  to  be  approximately  60  electrons. 
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Figure  16.  Red  response  as  a  function  of  event  rate. 
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Figure  17.  Green  response  as  a  function  of  event  rate. 


18 


Section  3 
SRTS  mitigation 


Transient  radiation-induced  noise  in  Focal  Plane  Arrays  (FPAs)  is  of  growing  importance  as 
sensors  are  designed  for  increasingly  taxing  radiation  environments.  It  is  not  sufficient  that  a 
detector  survive  the  radiation  dose;  the  sensor  must  be  able  to  operate  in  the  presence  of 
radiation-induced  noise  to  adequate  levels  to  fulfill  its  mission.  In  the  past,  shielding  and  off- 
chip  signal  processing  were  able  to  mitigate  the  radiation  effects.  As  mission  environments 
become  more  challenging  this  is  no  longer  the  case,  and  in-pixel  or  on-FPA  mitigation 
techniques  become  essential  (See  Figure  18). 
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Figure  18.  Trade-offs  in  radiation  mitigation. 

In  earlier  analysis  of  various  mitigation  methods  (Doughty,  to  be  published)  (Goldflam,  to  be 
published)  one  stood  out  as  of  particular  interest:  Self-Referential  Transient  Suppression  (SRTS). 
This  design  was  seen  to  mitigate  mean-to-low  radiation  pulses  that  are  smaller  than  the  noise  of 
the  system  (a  noise  source  that  is  inaccessible  to  mitigation  methods  that  depend  on 
“recognizing”  the  noise  event,  and  which  provide  the  bulk  of  the  radiation  noise  under  current 
mitigation  approaches).  Preliminary  modeling  indicated  that  it  also  would  perform  well  at 
mitigating  large  noise  events.  While  the  largest  pulses  still  remain,  including  large  negative 
pulses  that  are  a  characteristic  of  this  mitigation  method,  these  few  large  pulses  can  be  eliminated 
later  in  the  processing  chain  using  known  methods.  This  mitigation  method  could  therefore  be  a 
very  promising  one  for  the  most  challenging  radiation  environments. 
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Self-Referential  Transient  Suppression  (SRTS)  is  defined  as  two  detectors,  the  first  being 
optically  active  and  subject  to  radiation-induced  noise  spikes,  the  second  (the  mitigating 
detector),  directly  under  the  first,  being  optically  inactive  but  still  sensitive  to  radiation-induced 
noise  events.  As  a  radiation  particle  travels  through  a  semi-conductor  device,  there  is  a 
probability  that  it  will  interact  with  the  material,  producing  Compton  electrons  that  donate 
energy  to  creating  electron-hole  carrier  pairs.  These  carriers  are  indistinguishable  in  type  from 
those  that  are  created  by  photon  generation  and  constitute  the  dominant  noise  source  due  to 
radiation  in  FPAs.  The  carriers  are  generated  along  a  line  traveling  through  the  detector.  The 
signal  induced  in  a  device  is  essentially  linearly  dependent  on  the  distance  the  particle  travels 
through  the  device  (barring  changes  in  energy  deposition  rates  as  the  particle  loses  energy  along 
the  path).  The  alignment  of  the  two  detectors  insures  that  the  path-lengths  in  each  will  be 
similar,  except  in  cases  where  the  particle  exits  or  enters  an  edge  (see  Figure  19). 


Event  1  Event  2 


Figure  19.  Radiation  induced  pulse  height  in  each  layer  depends  on  radiation  path. 

While  for  a  device  that  is  thin  relative  to  its  other  dimensions,  the  path  ratios  are  more  likely  to 
be  like  those  shown  in  event  1  than  for  event  2,  the  statistical  mismatch  between  the  pulses  in 
each  layer  is  a  dominate  limitation  on  this  mitigation  approach. 

The  structure  of  the  Foveon  device  obviously  lends  itself  to  this  kind  of  mitigation.  It  should  be 
pointed  out  that  the  Foveon  layer  structure  as  it  stands  is  not  optimized  for  STRS,  although  the 
modifications  would  be  straightforward.  In  this  study  we  are  comparing  the  mitigation 
achievable  with  the  commercial  Foveon  device  to  that  predicted  for  the  current  layer  structure  to 
show  the  feasibility  of  the  approach  and  to  verify  the  model.  Optimization  will  be  the  next  step. 
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3.1  Modeling  Algorithm. 

To  obtain  a  prediction  of  the  expected  efficacy  of  the  mitigation  with  the  commercial  layer 

structure,  a  simulation  of  the  Foveon  device  was  performed  using  the  following  algorithm: 

•  Each  sample  result  from  the  model  represents  the  radiation-induced  signal  from  a  single  read 
of  the  detector  pixel.  For  each  sample,  the  mean  EPR  is  used  to  draw  from  a  Poisson 
distribution  to  generate  the  number  of  events  for  the  two  radiation  types.  Then  for  each 
event,  the  following  computations  are  performed: 

•  A  random  particle  direction  is  chosen  to  simulate  omni-directional  flux.  More  extensive 
modeling  could  take  into  account  the  directional  shielding,  but  for  this  study  a  homogeneous 
flux  was  used. 

•  Chord  length  through  two  layers  is  determined. 

•  An  energy  is  randomly  chosen  from  an  appropriate  energy  spectrum. 

•  Energy  deposited  along  the  particle  track  is  computed,  taking  into  account  the  change  in 
energy  deposition  rate  (dE/dx)  along  track.  For  gamn^etas  the  energy  deposited  is 
relatively  insensitive  to  particle  energy,  but  this  will  be  a  more  important  effect  should 
protons  or  heavier  particles  be  used. 

•  The  resulting  carrier  generation  is  computed  based  on  material  characteristics  (silicon,  in 
this  case). 

®  The  mitigation  signal  is  subtracted  from  the  sensor  signal  to  determine  noise  signal.  The 
subtraction  is  weighted  by  the  ratio  of  the  thicknesses  to  provide  best  cancellation  for  those 
paths  that  travel  from  top  to  bottom  of  the  stack,  as  to  first  order  the  signal  is  proportional  to 
the  path-length  (see  Figure  20).  For  the  actual  device  this  ratio,  a,  was  optimized  for  the 
radiation  range  of  interest. 
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Figure  20.  Relation  of  top-to-bottom  pathlengths. 
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3.2  Mitigation  Test  Results. 

To  examine  the  statistics  for  the  Foveon  d  ;vice,  event  rate  data  (ranging  between  0. 1  and  6 
events  per  read)  was  taken  to  measure  the  statistics  of  the  relative  pulse  sizes  from  each  layer  of 
a  pixel  experiencing  an  event.  This  allow  ed  us  to  determine  the  accuracy  of  the  mitigation  that 
can  be  achieved  with  the  Foveon  pixel. 

Using  the  red  and  green  bands  as  mitigatic  n  layers  for  each  other,  the  value  of  a,  the  ratio  used 
for  correction  of  the  two  signals,  was  vark  d  to  optimize  the  noise  of  the  detection  layer.  An 
example  optimization  for  green-corrected-  with-red  is  shown  in  Figure  21,  with  the  optimum  a, 
in  this  case,  being  equal  to  1 .78. 


46.4 


Figure  21.  Noise  under  1.4  event/read  irradiation  as  a  function  of  correction  ratio,  a. 


3.2.1  Comparison  Of  Predicted  vs.  Act  ual  Result. 

The  simulated  mitigated  and  unmitigated  histograms  for  red-corrected  green  detection  under  6 
events  per  read  irradiation  are  shown  in  Figure  22.  A  plot  of  the  measured  data  used  for 
mitigation  of  the  green  layer  is  shown  in  Figure  23  (the  second  peak  in  the  unmitigated 
histogram  is  an  artifact  due  to  the  missing  bit).  As  can  be  seen,  there  is  good  agreement  in  the 
form  of  the  predicted  and  actual  data. 
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Figure  22.  Simulated  red-corrected  green  mitigated  and  unmitigated  response: 
6  events/read. 
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Figure  23.  Measured  red-corrected  green  mitigated  and  unmitigated  response: 
6  events/read. 
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Figure  24.  Noise  improvement  for  simulated  and  measured  mitigation. 

In  Figure  24  is  shown  a  comparison  of  simulated  vs  measured  improvement.  Note  that  the 
measured  improvement  was  better  than  the  simulated,  due  to  the  ability  to  optimize  a,  the 
matching  parameters.  Again,  this  particular  thickness  matching  was  not  optimized.  Mitigation 
depends  on  the  geometry  of  the  device  as  well  as,  to  a  lesser  extent  for  gamma/betas,  the  energy 
of  the  expected  radiation. 

As  the  current  device  is  not  optimized,  a  simulation  study  was  done  of  mitigation  vs.  layer 
thickness.  A  differentiated  histogram  of  the  result  of  mitigation  for  a  range  of  geometry  ratios  is 
shown  in  Figure  25.  As  can  be  seen,  a  thinner  mitigation  layer  provides  the  best  mitigation,  with 
a  0  15  micron  mitigation  layer  extending  the  effect  of  excellent  mitigation  to  60%  of  the  events, 
with  good  mitigation  for  an  additional  25  %.  The  final  15%  of  the  events  are  large  and  can  be 
mitigated  using  known  techniques  for  removal  of  large  radiations  events,  as  shown  schematically 

in  Figure  26. 
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Figure  25.  Simulated  SRTS  mitigation  for  detector  layers  of  different  thicknesses  shows 
thin  layers  provided  best  mitigation 


Figure  26.  Optimization  scheme  or  removal  of  small  and  large  radiation  events. 
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Section  4 
Next  Steps 


Having  tested  the  Foveon  device  (and  taking  into  account  the  specifics  of  device  dimensions  and 
their  effect  on  the  matching  between  the  optical  and  mitigation  layers),  a  good  understanding  of 
the  efficacy  of  the  SRTS  method  has  been  achieved.  Further,  as  the  Foveon  device  proved  to 
have  inherent  rad-hardness  there  will,  no  doubt,  be  many  applications  for  which  it  could  be  used 
at  considerable  savings  in  cost  and  development  time.  Secondly,  and  of  particular  interest  to 
programs  wanting  a  device  to  operate  in  challenging  radiation  environments,  versions  of  the 
SRTS  method  can  then  be  combined  with  other  mitigation  methods  to  provide  a  device  that  is 
extremely  resistant  to  radiation  noise.  Foveon  representatives  have  expressed  the  company’s 
willingness  to  license  the  method  for  use  in  other  technologies,  which  would  allow  for  the 
development  of  such  custom  devices  as  well  as  expanding  its  use  into  other  materials  and 
wavebands,  including  multicolor  devices.  It  should  be  noted  that  SRTS  applies  even  for  small 
pulse-height  radiation  contamination  (unlike  such  methods  as  sub-framing  and  continuous 
suppression,  which  require  a  radiation  contamination  to  be  of  a  certain  magnitude  before  it  can 
be  detected  and  removed).  It  is,  therefore,  a  good  fit  for  further  mitigation  of  a  thinned  device, 
for  which  the  mean  pulse  height  has  been  greatly  reduced.  This  combination  of  the  two 
mitigation  methods  shows  promise  of  providing  a  self-mitigating  visible  detector  particularly 
suitable  for  use  in  high  radiation  environments. 
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